Note on identification and rectification of the "overshoot" observed with the Grason-Stadler otoadmittance meter during acoustic reflex measurements.
Acoustic reflexes measured with the Grason-Stadler 1720 otoadmittance meter exhibit an artefactual overshoot due to the transient response characteristics of the instrument. Additional circuitry has been developed to overcome this problem. It allows the temporal characteristics of the acoustic reflex to be recorded accurately without this artefact.